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Until the mid-1990s, the human immunodeficiency virus (HIV) type 1 (HIV-1) p24 concentration in serum and other body fluids was used as a marker for virus replication in vivo (1, 2, 10, 21) . Since 1995, HIV RNA levels in serum or plasma have been used to monitor the infection in treated as well as untreated patients (9, 13-15, 17, 25, 26, 28) . The advantage of RNA determination over p24 determination was clear: there is a direct relationship between the number of virus particles and the amount of viral RNA (14) , and RNA determination is not hampered by the host immune response like p24 is (8, 21) . However, determination of RNA levels is expensive and timeconsuming and requires specific laboratory facilities. For clinical monitoring and in HIV research, in which viral cultures are monitored frequently, these disadvantages play a major role. We therefore decided to develop an immunoassay that, like p24 antigen level determination, could detect antigen levels in all subtypes of both group M and group O but that unlike p24 antigen level determination would be less hampered by host antibodies. A highly conserved protein for all subtypes of group M and group O is the nucleocapsid protein p7 (19) , which is cleaved from the same precursor molecule (Pr55 gag ) as p24 (11, 12) . HIV-1 p7 is an RNA-binding protein (16, 23) with a highly conserved structure containing two zinc fingers. Since p24 and p7 share the same precursor molecule, the molar ratio between the two proteins theoretically is 1:1, whereas the mass ratio p24:p7 is approximately 3.5:1. Therefore, the p24 and p7 numbers are directly correlated to each other (11, 12) . p7 is a considerably smaller molecule than p24 (11, 12) and thus is less accessible to the binding of multiple antibodies, so the detection limit for p7 is likely to be higher than that for p24. Earlier we have shown that approximately 65% of the sera from HIV-1-infected persons were positive for antibodies to p24 (8) . In a study of 801 serum samples positive for antibodies to HIV-1, only some 10% were positive for antibodies to p7 (2a). This suggests that p7 might be a good candidate for an antigencapture assay. In the present study we describe an electrochemiluminescence (ECL)-based p7 immunoassay and its evaluation with cultures of HIV-1 and HIV-1-infected clinical serum samples.
MATERIALS AND METHODS
Antisera and antigens. The characteristics of the antisera used in our experiments are summarized in Table 1 . Total immunoglobulin G (IgG) was purified from all sera and fluids [Immunopure (G) IgG Purification Kit; Pierce, Rockford, Ill.] prior to labelling. Part of the purified IgGs were labelled with biotin and part were labelled with ruthenium (Ru)-Tris [1, 1] bispyrimidyl according to the instructions of the label manufacturer (IGEN International Inc., Gaithersburg, Md.).
Samples. Infectious subtype A to E virus stocks were collected by the UN-AIDS Network for HIV Isolation and Characterization (20) . Expanded stocks of virus were produced by a previously described protocol (30) by inoculation of 4.0 ϫ 10 6 phytohemagglutinin-simulated donor peripheral blood mononuclear cells with supernatant from cultures of the primary isolate. After incubation and washing, the cells were resuspended in culture medium and were incubated at 37°C for 3 days. The cultures were then split into two. After continued incubation, cell-free supernatant was harvested at day 6 to 7 from one culture and at day 10 to 11 from the other culture to determine which would yield the highest p24 values.
The same protocol was performed with a biological clone (clone BC617), the culture supernatant of which was used for determination of the reproducibility of the HIV-1 p7 ECL immunoassay. As a reference, in the same experiments a virus stock (HXB3) was used (24) . To test the reproducibility of the p7 assay, the ratios of the ECL signal between that for the reference strain and those for the three other subtype B viruses were independently determined five times.
Serum samples collected from 62 HIV-1-positive participants in the Amsterdam, The Netherlands, cohort studies on HIV infection and AIDS (3) were used as well.
Quantitative ECL immunoassay for HIV-1 p7. After testing of the various antisera and reaction conditions (see Results section), the p7 ECL immunoassay was evaluated on culture supernatants and sera and consisted of the following format: 50 l of binding buffer (phosphate-buffered saline [PBS], 2% normal goat serum [NGS], 2% Tween 20, 100 mM NaCl) containing 4 g of biotinlabelled g#1098 antibody per ml, and 5 g of Ru-labelled g#1113 antibody per ml was added to 25 l of the sample. The mixture was diluted 10 times in PBS-2% NGS-0.5% percent Nonidet P-40 (NP-40) and heat inactivated for 30 min at 56°C to inactivate infectious HIV particles. After 30 min of incubation at room temperature, 25 l of a 10-g/25-l suspension of streptavidin-coated M-280 Dynabeads (Dynal, Oslo, Norway) in bead diluent (IGEN International Inc., Gaithersburg, Md.) was added, and the mixture was incubated for another 15 min at room temperature with gentle shaking. After the addition of 200 l of assay buffer (IGEN International Inc.), the samples were analyzed in the ORI-GEN analyzer (IGEN International Inc.).
Immunoassay for anti-HIV-1 p7. Each well of microtiter plates was coated with 100 l of 100 ng of recombinant p7 in PBS (Gibco BRL) per ml. After overnight coating, the wells were blocked for 1 h at 37°C with 150 l of PBS-3% bovine serum albumin BSA (Boehringer Mannheim, Mannheim, Germany)-0.1% Tween 20 (Merck, Darmstadt, Germany). A total of 100 l of serum samples diluted 1:100 in blocking buffer was added to the wells, and the plates were incubated for 2 h at 37°C. After extensive washing three times with PBS-0.1% Tween 20, each well was incubated for 1 h at 37°C with 100 l of horseradish peroxidase-conjugated goat anti-human IgG (Gibco BRL) diluted 1:5,000 in blocking buffer. A total of 100 l of substrate (o-phenylenediamine; Abbott Laboratories) was added after five extensive washings, and the reaction was stopped after 10 min of incubation at room temperature with 50 l of 0.5 M H 2 SO 4 . The optical density was read at 450 nm. Samples which had an optical density of the mean for 21 blank samples plus 2 times the standard deviation were considered positive.
Quantitative assays for HIV-1 p24. The HIV-1 p24 antigen concentration was measured in cell culture supernatants and human sera by a commercially available immunoassay (Abbott Laboratories, Abbott Park, Ill.) and an in-house assay. The in-house assay, described by Moore et al. (27) , was optimized for HIV-1 subtype B in order to achieve results comparable to those achieved by the commercial assay.
Qualitative assay for anti-HIV-1 p24. Anti-p24 responses were measured by a commercially available assay (Wellcozyme HIV-1 anti-p24; Murex Diagnostics Ltd., Dartford, Great Britain).
Quantitative assay for HIV-1 RNA. For determination of the HIV-1 RNA concentration in cell culture supernatant and sera, we used the commercially available HIV-1 NucliSens assay (Organon Teknika, Boxtel, The Netherlands) as instructed by the manufacturer.
Statistical analysis. Correlation analyses were performed with SigmaStat for Windows, version 1.0 (Jandel Corporation, San Rafael, Calif.).
RESULTS

Development of ECL immunoassay for HIV-1 p7.
The IgG anti-p7 fractions labelled with biotin and the Ru tag were tested in all combinations at a starting concentration of 2 g/ml each (25 l) to detect p7 as sensitively as possible. Combinations were further tested with respect to concentrations, incubation time and temperature, the antiserum dilution buffer, and the sample dilution buffer. PBS and citrate buffers containing different concentrations of NGS, detergents (Tween 20, NP-40, Triton X-100, Brij 58, Ipegal CA-630, sodium dodecyl sulfate), and NaCl were tested to achieve optimal conditions. The preferred antiserum diluent turned out to be PBS, 2% NGS, 2% Tween 20, and 100 mM NaCl in combination with sample diluent containing PBS, 2% NGS, and 0.5% NP-40. The antiserum diluent was optimal for the best antiserum combination, which was biotinylated g#1098 and Ru tag-labelled g#1113. The culture supernatant samples had to be diluted at least 10-fold, most likely due to the biotin in the cell culture medium, since biotin can react with streptavidin and disturb the later steps of the assay. Infectious HIV particles in the diluted samples were heat inactivated for 30 min at 56°C, after which 50 l of 4 g of g#1098 per ml and 5 g of g#1113 per ml dissolved in antiserum diluent were added. After 30 min of incubation at room temperature, streptavidin-coated magnetic beads were added and the mixture was incubated before the samples were analyzed. The dynamic range of the assay with regard to these antisera was between 50 and 20,000 pg of p7 per ml when recombinant p7 was used in 90% sample diluent and 10% cell culture medium.
Reproducibility of the ECL immunoassay for HIV-1 p7 in viral cultures. The absolute ECL counts for HXB3 ranged between 42,203 and 56,158. The ratios between the counts for the reference strain and those for the other viruses were calculated. If the assay was reproducible, the ratios had to be constant. As shown in Table 2 , the reproducibility of the p7 assay was high, with standard deviations of between 0.05 and 0.12.
HIV-1 p7 versus p24 and RNA in subtype B viral culture. The amounts of HIV-1 p7, HIV-1 p24, and HIV-1 RNA were quantified in two parallel cultures of HIV-1 subtype B viruses (7) . For comparison of the p7 and p24 concentrations, we took samples at eight time points after infection, and the results ( Fig. 1A and B ) showed that the amounts of p7 and p24 parallelled each other closely in time.
The p7 and p24 levels in all the samples together showed a correlation coefficient of 0.869 (P Ͻ 0.0001). Theoretically, the mass ratio between p24 and p7 is approximately 3.5:1, since the molar ratio is 1:1 and since both proteins are formed out of one precursor molecule, Pr55 gag . The mass ratios found at most sampling points approached this ratio of 3.5:1. If most of the p7 and p24 measured is bound to the viral particle, then the p7 and p24 levels would also correlate with the viral RNA level in the culture supernatant. The viral RNA levels were measured in five of the eight samples, and the log 10 p7 concentration (in picograms per milliliter) was plotted against the log 10 viral RNA level (in numbers of copies per milliliter) ( Fig. 2A and B) . Taking all samples together, we found a correlation coefficient between the RNA level and the p7 level of 0.858 (P ϭ 0.0009). To test the sensitivity of the p7 ECL assay and compare it to the viral RNA level, a sample was drawn from the culture just before passaging. From a 10-fold serial dilution series of this sample, it appeared that p7 could be detected when RNA levels were Ͼ10 6.5 copies/ml.
The ratio of p7 molecules per RNA molecule was calculated from the concentration of p7 and the RNA levels. For all seven samples in which both p7 and viral RNA could be detected, the median was approximately 1,400 molecules of p7 per RNA molecule, with a range of approximately 1,000 to 5,250 molecules of p7 per RNA molecule or 12 to 60 pg/10 6 molecules of RNA (the molecular mass of p7 is approximately 6,850 g/mol).
HIV-1 p7 in cultures of different viral subtypes. Finally, a collection of 21 viral isolates comprising HIV-1 subtypes A to E of the M group (20) and 6 viral isolates of the HIV-1 O group (4) was analyzed, and p7 could be detected in all culture supernatants.
ECL immunoassay for HIV-1 p7 with clinical serum samples. Eighty-one serum samples taken from 62 HIV-1-infected and nontreated individuals were analyzed for p24, anti-p24, p7, and anti-p7 responses, as well as RNA levels. Of these samples, 45 (56%) were positive for p24 and 46 (57%) reacted positively in the anti-p24 assay. Of all samples, six reacted positively in the enzyme-linked immunosorbent assay for anti-HIV-1 p7, suggesting that in approximately 7% of the samples a possible interference of anti-p7 antibodies in a p7 detection assay is to be expected. In five other samples (6%), p7 could be detected ( Table 3 ). All five samples were anti-p7 negative. Four of the VOL. 37, 1999 DETECTION OF HIV-1 NUCLEOCAPSID PROTEIN five p7-positive samples were positive for p24 and negative for anti-p24. The remaining p7-positive sample was positive for anti-p24 and negative for p24 (Table 4 ), as were five of the six anti-p7-positive serum samples. The HIV-1 RNA levels in the five p7-positive serum samples were high, ranging from 10 6.041 to 10 8.991 copies/ml (Table 4 ), corresponding to the lower detection limit of the assay for p7 in viral cultures.
DISCUSSION
An immunoassay based on ECL technology was developed to detect the HIV-1 nucleocapsid Gag protein p7. This assay for p7 was a capture assay with two antisera directed against p7, one labelled with biotin and the other labelled with Rutris [1, 1] bispyrimidyl. The antibody-complexed antigen was detected by using streptavidin beads in an ECL system (18) .
Evaluation of the p7 ECL assay showed that it could detect and quantify p7 in cultures of various virus subtypes and also, but less so, in HIV-1-positive sera. The amounts of p7 measured in two parallel viral cultures correlated well with the amounts of p24, as could be expected, since both proteins are cleaved from the same p55 Gag precursor (11, 12) . Furthermore, viral RNA production correlated well with p7 production, suggesting that in these cultures most of the p7 (and p24) was in viral particles. Theoretically, since p7 has a binding region of seven nucleotides of RNA (31) , approximately 1,300 molecules of p7 per RNA molecule are present if the whole genome is covered with p7 (22, 31) . We calculated a ratio of approximately 1,400 molecules of p7 per RNA molecule, which corresponds well with the theoretical figure. The correlation between p7, p24, and RNA indicated that the p7 assay is well able to monitor viral infections in culture.
We could detect p7 in culture supernatants of both the M and the O groups of HIV-1 isolates, which is in accordance with the conserved nature of the protein (19) . The in-house p24 assay (27) did not detect p24 in group-O isolates, whereas the commercially available assay did. This confirms that p7 is highly conserved among the HIV-1 subtypes.
We were not able to show the clinical utility of p7 as a possible marker for viral replication in vivo, since p7 could be measured in only a few serum samples. In culture supernatants, p7 was detected only when the HIV-1 RNA level was greater than 10 6.5 copies per ml. The RNA levels in the p7positive sera were greater than 10 6 copies per ml. Since mean viral RNA levels in sera are approximately 10 3 to 10 5 copies per ml (9, 13-15, 25, 26) , the current format of the assay has limited clinical utility. As was shown in this study, antibody reactivity to p7 was limited. Antibodies to p7 could be detected in only 7% of the samples, in accordance with previous studies (2a) . Nevertheless, p7 appeared to be immunogenic, because we have observed that mice, rabbits, and goats develop an immune response to p7 after immunization (although it is in the presence of an adjuvant). Therefore, the limited immune response in vivo in humans may be the result of the strong particle-associated nature of p7 (11, 12) , which keeps it shielded from the immune system.
In summary, we developed an ECL-based p7 immunoassay with a dynamic range of 50 to 20,000 pg of p7 per ml. It was well suited to compete with p24 assays to monitor standard viral infections, independent of which HIV-1 subtype is cultured. Compared to standard enzyme-linked immunosorbent assay-based assays for the detection of p24 antigen, the p7 assay was faster. Its lower detection limit is higher than that in a standard p24 immunoassay, but this was a negligible disadvantage when assaying the production of viral antigens in tissue cultures. An assay for p7 may be of use in neutralization studies, in which antisera are tested for their ability to prevent HIV-1 from infecting cells. Currently, these studies are performed by adding serum to cell cultures that are exposed to HIV-1. Viral production is then measured by determining p24 production, and cultures must be washed extensively after incubation with virus and serum to remove antibodies against p24, which interfere with the assay. Since little or no p7 or antibody response to p7 is detectable in serum, the p7 assay would eliminate the washing step and the p7 produced by the cells in culture could be measured directly in the culture supernatant. The omission of the washing step would probably improve the reproducibilities of the neutralization assays. Therefore, in addition to the monitoring of HIV-1 replication in viral cultures, the p7 assay described here may be a good alternative to the p24 assay as the readout system of neutralizing activity of serum antibodies. 
